
Bid Details/ बडबड  ववरणववरण

Bid End Date/Time/ बडबड  बंदबंद  होनेहोने  कक   तार खतार ख//समयसमय 22-02-2023 17:00:00

Bid Opening Date/Time/ बडबड  खुलनेखुलने  कक
तार खतार ख//समयसमय 22-02-2023 17:30:00

Bid Offer Validity (From End Date)/ बडबड  पेशकशपेशकश
वैधतावैधता ( (बंदबंद  होनेहोने  कक   तार खतार ख  सेसे)) 180 (Days)

Ministry/State Name/मं ालयमं ालय//रा यरा य  काका  नामनाम Ministry Of Health And Family Welfare

Department Name/ वभागवभाग  काका  नामनाम Department Of Health And Family Welfare

Organisation Name/संगठनसंगठन  काका  नामनाम All India Institute Of Medical Sciences (aiims)

Office Name/कायालयकायालय  काका  नामनाम Vijayawada Andhra Pradesh

Total Quantity/कुलकुल  मा ामा ा 1

Item Category/मदमद  केटेगरकेटेगर Endobronchial ultrasound (EBUS) (Q3)

Minimum Average Annual Turnover of the
bidder (For 3 Years)/ बडरबडर  काका  यूनतमयूनतम  औसतऔसत
वा षकवा षक  टनओवरटनओवर (3  (3 वषवष   काका))

60 Lakh (s)

OEM Average Turnover (Last 3 Years)/मूलमूल
उपकरणउपकरण  िनमातािनमाता  काका  औसतऔसत  टनओवरटनओवर ( (गतगत 3  3 वषवष   काका)) 480 Lakh (s)

Years of Past Experience Required for
same/similar service/उ ह ंउ ह ं//समानसमान  सेवाओंसेवाओं  केके  िलएिलए
अपे तअपे त  वगतवगत  अनुभवअनुभव  केके  वषवष

3 Year (s)

MSE Exemption for Years Of
Experience/अनुभवअनुभव  केके  वषवष   सेसे  एमएसईएमएसई  छूटछूट//  and
Turnover

Yes

Startup Exemption for Years Of
Experience/अनुभवअनुभव  केके  वषवष   सेसे  टाटअपटाटअप  छूटछूट//  and
Turnover

Yes

Document required from seller/ व े ताव े ता  सेसे  मांगेमांगे
गएगए  द तावेज़द तावेज़

Experience Criteria,Bidder Turnover,Certificate (Requested
in ATC),OEM Authorization Certificate,OEM Annual Turnover
*In case any bidder is seeking exemption from Experience /
Turnover Criteria, the supporting documents to prove his
eligibility for exemption must be uploaded for evaluation by
the buyer

Bid to RA enabled/ बडबड  सेसे  रवसरवस  नीलामीनीलामी  स यस य  कयाकया Yes

 

Bid Number/बोली मांक ( बड सं या):
GEM/2023/B/2952771

Dated/ दनांक : 01-02-2023

Bid Document/  बडबड  द तावेज़द तावेज़
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RA Qualification Rule 50% Lowest Priced Technically Qualified Bidders

Comprehensive Maintenance Charges
Required Yes

Type of Bid/ बडबड  काका  कारकार Two Packet Bid

Time allowed for Technical Clarifications
during technical evaluation/तकनीकतकनीक   मू यांकनमू यांकन  केके
दौरानदौरान  तकनीकतकनीक   प ीकरणप ीकरण  हेतुहेतु  अनुमतअनुमत  समयसमय

2 Days

Evaluation Method/मू यांकनमू यांकन  प ितप ित Total value wise evaluation

Bid Details/ बडबड  ववरणववरण

EMD Detail/ईएमडईएमड   ववरणववरण

Advisory Bank/एडवाईजर  बक State Bank of India

EMD Amount/ईएमड  रािश 240000

ePBG Detail/ईपीबीजीईपीबीजी  ववरणववरण

Advisory Bank State Bank of India

ePBG Percentage(%)/ईपीबीजी ितशत (%) 3.00

Duration of ePBG required (Months)/ईपीबीजी क
अपे त अविध (मह ने). 36

(a). EMD EXEMPTION: The bidder seeking EMD exemption, must submit the valid supporting document for the
relevant category as per GeM GTC with the bid. Under MSE category, only manufacturers for goods and Service
Providers for Services are eligible for exemption from EMD. Traders are excluded from the purview of this
Policy./जेम क  शत  के अनुसार ईएमड  छूट के इ छुक बडर को संबंिधत केटेगर  के िलए बड के साथ वैध समिथत द तावेज़ तुत करने है।
एमएसई केटेगर  के अतंगत केवल व तुओं के िलए विनमाता तथा सेवाओं के िलए सेवा दाता ईएमड  से छूट के पा  ह। यापा रय  को इस नीित के
दायरे से बाहर रखा गया है।

(b). EMD & Performance security should be in favour of Beneficiary, wherever it is applicable./ईएमड  और संपादन
जमानत रािश, जहां यह लागू होती है, लाभाथ  के प  म होनी चा हए। 

Beneficiary/लाभाथलाभाथ   : 
Director & CEO
Mangalagiri Andhra Pradesh, Department of Health and Family Welfare, All India Institute of Medical Sciences
(AIIMS), Ministry of Health and Family Welfare
(Dr.mukesh Tripathi)

Splitting/ वभाजनवभाजन

Bid splitting not applied.

MII Purchase Preference/एमआईआईएमआईआई  खर दखर द  वर यतावर यता
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MII Purchase Preference/एमआईआई खर द वर यता Yes

MSE Purchase Preference/एमएसईएमएसई  खर दखर द  वर यतावर यता

MSE Purchase Preference/एमएसई खर द वर यता Yes

1. If the bidder is a Micro or Small Enterprise as per latest definitions under MSME rules, the bidder shall be
exempted from the requirement of "Bidder Turnover" criteria and "Experience Criteria" subject to meeting of
quality and technical specifications. If the bidder is OEM of the offered products, it would be exempted from the
"OEM Average Turnover" criteria also subject to meeting of quality and technical specifications. In case any
bidder is seeking exemption from Turnover / Experience Criteria, the supporting documents to prove his eligibility
for exemption must be uploaded for evaluation by the buyer.
2. If the bidder is a Startup, the bidder shall be exempted from the requirement of "Bidder Turnover" criteria and
"Experience Criteria" subject to their meeting of quality and technical specifications. If the bidder is OEM of the
offered products, it would be exempted from the "OEM Average Turnover" criteria also subject to meeting of
quality and technical specifications. In case any bidder is seeking exemption from Turnover / Experience Criteria,
the supporting documents to prove his eligibility for exemption must be uploaded for evaluation by the buyer. 
3. The minimum average annual financial turnover of the bidder during the last three years, ending on 31st
March of the previous financial year, should be as indicated above in the bid document. Documentary evidence in
the form of certified Audited Balance Sheets of relevant periods or a certificate from the Chartered Accountant /
Cost Accountant indicating the turnover details for the relevant period shall be uploaded with the bid. In case the
date of constitution / incorporation of the bidder is less than 3-year-old, the average turnover in respect of the
completed financial years after the date of constitution shall be taken into account for this criteria. 
4. Experience Criteria: In respect of the filter applied for experience criteria, the Bidder or its OEM {themselves or
through reseller(s)} should have regularly, manufactured and supplied same or similar Category Products to any
Central / State Govt Organization / PSU / Public Listed Company for number of Financial years as indicated above
in the bid document before the bid opening date. Copies of relevant contracts to be submitted along with bid in
support of having supplied some quantity during each of the Financial year. In case of bunch bids, the category of
primary product having highest value should meet this criterion. 
5. OEM Turn Over Criteria: The minimum average annual financial turnover of the OEM of the offered product
during the last three years, ending on 31st March of the previous financial year, should be as indicated in the bid
document. Documentary evidence in the form of certified Audited Balance Sheets of relevant periods or a
certificate from the Chartered Accountant / Cost Accountant indicating the turnover details for the relevant period
shall be uploaded with the bid. In case the date of constitution / incorporation of the OEM is less than 3 year old,
the average turnover in respect of the completed financial years after the date of constitution shall be taken into
account for this criteria. 
6. Preference to Make In India products (For bids < 200 Crore):Preference shall be given to Class 1 local supplier
as defined in public procurement (Preference to Make in India), Order 2017 as amended from time to time and its
subsequent Orders/Notifications issued by concerned Nodal Ministry for specific Goods/Products. The minimum
local content to qualify as a Class 1 local supplier is denoted in the bid document. If the bidder wants to avail the
Purchase preference, the bidder must upload a certificate from the OEM regarding the percentage of the local
content and the details of locations at which the local value addition is made along with their bid, failing which
no purchase preference shall be granted. In case the bid value is more than Rs 10 Crore, the declaration relating
to percentage of local content shall be certified by the statutory auditor or cost auditor, if the OEM is a company
and by a practicing cost accountant or a chartered accountant for OEMs other than companies as per the Public
Procurement (preference to Make-in -India) order 2017 dated 04.06.2020. Only Class-I and Class-II Local suppliers
as per MII order dated 4.6.2020 will be eligible to bid. Non - Local suppliers as per MII order dated 04.06.2020 are
not eligible to participate. However, eligible micro and small enterprises will be allowed to participate .In case
Buyer has selected Purchase preference to Micro and Small Enterprises clause in the bid, the same will get
precedence over this clause. 
7. Purchase preference to Micro and Small Enterprises (MSEs): Purchase preference will be given to MSEs as
defined in Public Procurement Policy for Micro and Small Enterprises (MSEs) Order, 2012 dated 23.03.2012 issued
by Ministry of Micro, Small and Medium Enterprises and its subsequent Orders/Notifications issued by concerned
Ministry. If the bidder wants to avail the Purchase preference, the bidder must be the manufacturer of the offered
product in case of bid for supply of goods. Traders are excluded from the purview of Public Procurement Policy for
Micro and Small Enterprises. In respect of bid for Services, the bidder must be the Service provider of the offered
Service. Relevant documentary evidence in this regard shall be uploaded along with the bid in respect of the
offered product or service. If L-1 is not an MSE and MSE Seller (s) has/have quoted price within L-1+ 15%
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(Selected by Buyer)of margin of purchase preference /price band defined in relevant policy, such Seller shall be
given opportunity to match L-1 price and contract will be awarded for 25%(selected by Buyer) percentage of
total QUANTITY. 

8. Reverse Auction would be conducted amongst first 50% of the technically qualified bidders arranged in the
order of prices from lowest to highest. Number of sellers eligible for participating in RA would be rounded off to
next higher integer value if number of technically qualified bidders is odd (e.g. if 7 bids are technically qualified,
then RA will be conducted amongst L-1 to L-4). In case number of technically qualified bidders are 2 or 3, RA will
be between all without any elimination. If Buyer has chosen to split the bid amongst N sellers, then minimum N
sellers would be taken to RA round. In case Primary products of only one OEM are left in contention for
participation in RA based on lowest 50% bidders qualifying for RA, the number of sellers qualifying for RA would
be increased to get at least products of one more OEM (directly participated or through its reseller) if available.
Further, if bid(s) of any seller(s) eligible for MSE preference is / are coming within price band of 15% of Non MSE
L-1 or if bid of any seller(s) eligible for Make in India preference is / are coming within price band of 20% of non
MII L-1, then such MSE / Make in India seller shall also be allowed to participate in the RA process.

Endobronchial Ultrasound (EBUS) ( 1 pieces ) 

(Minimum 50% and 20% Local Content required for qualifying as Class 1 and Class 2 Local Supplier
respectively/ मशःमशः णेीणेी 1 औरऔर णेीणेी 2 केके थानीयथानीय आपूितकताआपूितकता केके पप मम अहताअहता ाा  करनेकरने केके िलएिलए आव यकआव यक)

Brand Type/ ांड का कार Unbranded

Technical Specifications/तकनीकतकनीक   विश याँविश याँ  

Buyer Specification
Document/ े ता विश  द तावेज़ Download

Comprehensive Maintenance

Warranty of required product 5 Year

Comprehensive Maintenance Duration (Post
Warranty) 5 Year

*Warranty displayed under the AMC/CMC Details section will supersede the warranty displayed under the catalog
specfication

Consignees/Reporting Officer/परे षतीपरे षती// रपो टगरपो टग  अिधकारअिधकार   and/ तथातथा Quantity/मा ामा ा

S.No./ ..
सं.सं.

Consignee
Reporting/Officer/

परे षतीपरे षती// रपो टगरपो टग
अिधकारअिधकार

Address/पतापता Quantity/मा ामा ा Delivery Days/ डलीवरडलीवर  केके
दनदन

1 Purushotham
Lingaiah

522503,AIIMS Campus, Near
Tadepalli - Atmakuru
Mangalagiri, Guntur District

1 30
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Buyer Added Bid Specific Terms and Conditions/ े ताे ता  ाराारा  जोड़जोड़   गईगई  बडबड  कक   वशेषवशेष  शतशत

1. Experience Certificate for the supply of the same to any Govt/ PSU/ any renowned private organisation
along with Supply/ Purchase Order.

2. If the agency is registered under MSME or NSIC, then EMD exemption certificate needs to be enclosed.
3. Make in india specific authorisation certificate needs to be enclosed.
4. Generic

Actual delivery (and Installation & Commissioning (if covered in scope of supply)) is to be done at
following address central store 1st floor dharmashsla building AIIMS Mangalagiri Guuntur.Dt.

5. Generic

Bidder financial standing: The bidder should not be under liquidation, court receivership or similar
proceedings, should not be bankrupt. Bidder to upload undertaking to this effect with bid.

6. Generic

Bidders are advised to check applicable GST on their own before quoting. Buyer will not take any
responsibility in this regards. GST reimbursement will be as per actuals or as per applicable rates
(whichever is lower), subject to the maximum of quoted GST %.

7. Generic

Data Sheet of the product(s) offered in the bid, are to be uploaded along with the bid documents. Buyers
can match and verify the Data Sheet with the product specifications offered. In case of any unexplained
mismatch of technical parameters, the bid is liable for rejection.

8. Generic

Experience Criteria: The Bidder or its OEM {themselves or through reseller(s)} should have regularly,
manufactured and supplied same or similar Category Products to any Central / State Govt Organization /
PSU / Public Listed Company for 3 years before the bid opening date. Copies of relevant contracts to be
submitted along with bid in support of having supplied some quantity during each of the year. In case of
bunch bids, the primary product having highest value should meet this criterion.

9. Generic

Installation, Commissioning, Testing, Configuration, Training (if any - which ever is applicable as per scope
of supply) is to be carried out by OEM / OEM Certified resource or OEM authorised Reseller.

10. Generic

IT equipment shall be IPv6 ready from day one.

11. Generic

Malicious Code Certificate:

The seller should upload following certificate in the bid:-
(a) This is to certify that the Hardware and the Software being offered, as part of the contract, does not
contain Embedded Malicious code that would activate procedures to :-
        (i) Inhibit the desires and designed function of the equipment.
        (ii) Cause physical damage to the user or equipment during the exploitation.
        (iii) Tap information resident or transient in the equipment/network.
(b) The firm will be considered to be in breach of the procurement contract, in case physical damage, loss
of information or infringements related to copyright and Intellectual Property Right (IPRs) are caused due
to activation of any such malicious code in embedded software.

12. Generic
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Manufacturer Authorization:Wherever Authorised Distributors/service providers are submitting the
bid, Authorisation Form /Certificate with OEM/Original Service Provider details such as name, designation,
address, e-mail Id and Phone No. required to be furnished along with the bid

13. Generic

Non return of Hard Disk: As per Buyer organization’s Security Policy,Faulty Hard Disk of
Servers/Desktop Computers/ Laptops etc. will not be returned back to the OEM/supplier against warranty
replacement.

14. Generic

1. The Seller shall not assign the Contract in whole or part without obtaining the prior written consent of
buyer.
2. The Seller shall not sub-contract the Contract in whole or part to any entity without obtaining the prior
written consent of buyer.
3. The Seller shall, notwithstanding the consent and assignment/sub-contract, remain jointly and severally
liable and responsible to buyer together with the assignee/ sub-contractor, for and in respect of the due
performance of the Contract and the Sellers obligations there under.

15. Generic

Without prejudice to Buyer’s right to price adjustment by way of discount or any other right or remedy
available to Buyer, Buyer may terminate the Contract or any part thereof by a written notice to the Seller,
if:
i) The Seller fails to comply with any material term of the Contract.
ii) The Seller informs Buyer of its inability to deliver the Material(s) or any part thereof within the
stipulated Delivery Period or such inability otherwise becomes apparent.
iii) The Seller fails to deliver the Material(s) or any part thereof within the stipulated Delivery Period
and/or to replace/rectify any rejected or defective Material(s) promptly.
iv) The Seller becomes bankrupt or goes into liquidation.
v) The Seller makes a general assignment for the benefit of creditors.
vi) A receiver is appointed for any substantial property owned by the Seller.
vii) The Seller has misrepresented to Buyer, acting on which misrepresentation Buyer has placed the
Purchase Order on the Seller.

16. Generic

While generating invoice in GeM portal, the seller must upload scanned copy of GST invoice and the
screenshot of GST portal confirming payment of GST.

17. Generic

WORLD BANK TERMS AND CONDITIONS: Special Terms and Conditions as defined by world bank at
click here will also be applicable. APPLICABLE ONLY IN CASE OF WORLD BANK FUNDED PROJECTS.

18. Scope of Supply

Scope of supply (Bid price to include all cost components) : Supply Installation Testing Commissioning of
Goods and Training of operators and providing Statutory Clearances required (if any)

19. Turnover

Bidder Turn Over Criteria: The minimum average annual financial turnover of the bidder during the last
three years, ending on 31st March of the previous financial year, should be as indicated in the bid
document. Documentary evidence in the form of certified Audited Balance Sheets of relevant periods or a
certificate from the Chartered Accountant / Cost Accountant indicating the turnover details for the
relevant period shall be uploaded with the bid. In case the date of constitution / incorporation of the
bidder is less than 3 year old, the average turnover in respect of the completed financial years after the
date of constitution shall be taken into account for this criteria.

20. Turnover
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OEM Turn Over Criteria: The minimum average annual financial turnover of the OEM of the offered product
during the last three years, ending on 31st March of the previous financial year, should be as indicated in
the bid document. Documentary evidence in the form of certified Audited Balance Sheets of relevant
periods or a certificate from the Chartered Accountant / Cost Accountant indicating the turnover details for
the relevant period shall be uploaded with the bid. In case the date of constitution / incorporation of the
OEM is less than 3 year old, the average turnover in respect of the completed financial years after the
date of constitution shall be taken into account for this criteria. In case of bunch bids, the OEM of
CATEGORY RELATED TO primary product having highest bid value should meet this criterion.

21. OEM

IMPORTED PRODUCTS: In case of imported products, OEM or Authorized Seller of OEM should have a
registered office in India to provide after sales service support in India. The certificate to this effect should
be submitted.

22. Purchase Preference (Centre)

Purchase Preference linked with Local Content (PP-LC) Policy:

The bid clause regarding “Preference to Make In India products” stands modified in this bid and shall be
governed by the PPLC Policy No. FP-20013/2/2017-FP-PNG dated 17.11.2020 issued by MoP&NG as
amended up to date. Accordingly, bidders with Local Content less than or equal to 20% will be treated as
“Non Local Supplier”. The prescribed LC shall be applicable on the date of Bid opening. Sanctions on the
bidders for false / wrong declaration or not fulfilling the Local Content requirement shall be as per the PPLC
policy. Further following additional provisions are added in the certification and verification of local content
provision of the Preference to Make in India clause:

i. In case of foreign bidder, certificate from the statutory auditor or cost auditor of their own office or
subsidiary in India giving the percentage of local content is also acceptable. In case office or
subsidiary in India does not exist or Indian office/subsidiary is not required to appoint statutory
auditor or cost auditor, certificate from practicing cost accountant or practicing chartered
accountant giving the percentage of local content is also acceptable.

ii. Along with Each Invoice: The local content certificate (issued by statutory auditor on behalf of
procuring company) shall be submitted along with each invoice raised. However, the % of local
content may vary with each invoice while maintaining the overall % of local content for the total
work/purchase of the pro-rata local content requirement. In case, it is not satisfied cumulatively in
the invoices raised up to that stage, the supplier shall indicate how the local content requirement
would be met in the subsequent stages.

iii. The bidder shall submit an undertaking from the authorized signatory of bidder having the Power of
Attorney along with the bid stating the bidder meets the mandatory minimum LC requirement and
such undertaking shall become a part of the contract.

23. Certificates

Bidder's offer is liable to be rejected if they don't upload any of the certificates / documents sought in the
Bid document, ATC and Corrigendum if any.

24. Certificates

ISO 9001: The bidder or the OEM of the offered products must have ISO 9001 certification.

25. Certificates

Material Test Certificate Should Be Sent Along with The Supply. The Material Will Be Checked by Buyer’s
Lab & the Results of the Lab will be the Sole Criteria for Acceptance of the Item.

26. Certificates

The bidder is required to upload, along with the bid, all relevant certificates such as BIS licence, type test
certificate, approval certificates and other certificates as prescribed in the Product Specification given in
the bid document.

27. Certificates
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28. Warranty

Warranty period of the supplied products shall be 5 years from the date of final acceptance of goods or
after completion of installation, commissioning & testing of goods (if included in the scope of supply), at
consignee location. OEM Warranty certificates must be submitted by Successful Bidder at the time of
delivery of Goods. The seller should guarantee the rectification of goods in case of any break down during
the guarantee period. Seller should have well established Installation, Commissioning, Training,
Troubleshooting and Maintenance Service group in INDIA for attending the after sales service. Details of
Service Centres near consignee destinations are to be uploaded along with the bid.

29. Warranty

Timely Servicing / rectification of defects during warranty period: After having been notified of the defects
/ service requirement during warranty period, Seller has to complete the required Service / Rectification
within 6 days time limit. If the Seller fails to complete service / rectification with defined time limit, a
penalty of 0.5% of Unit Price of the product shall be charged as penalty for each week of delay from the
seller. Seller can deposit the penalty with the Buyer directly else the Buyer shall have a right to recover all
such penalty amount from the Performance Security (PBG).Cumulative Penalty cannot exceed more than
10% of the total contract value after which the Buyer shall have the right to get the service / rectification
done from alternate sources at the risk and cost of the Seller besides forfeiture of PBG. Seller shall be
liable to re-imberse the cost of such service / rectification to the Buyer.

30. Past Project Experience

Proof for Past Experience and Project Experience clause: For fulfilling the experience criteria any
one of the following documents may be considered as valid proof for meeting the experience criteria:a.
Contract copy along with Invoice(s) with self-certification by the bidder that service/supplies against the
invoices have been executed.b. Execution certificate by client with contract value.c. Any other document
in support of contract execution like Third Party Inspection release note, etc.Proof for Past Experience and
Project Experience clause: For fulfilling the experience criteria any one of the following documents may be
considered as valid proof for meeting the experience criteria:a. Contract copy along with Invoice(s) with
self-certification by the bidder that service/supplies against the invoices have been executed.b. Execution
certificate by client with contract value.c. Any other document in support of contract execution like Third
Party Inspection release note, etc.

31. Buyer Added Bid Specific ATC

Buyer Added text based ATC clauses

 ENDO BRONCHIAL ULTRA SOUND
(EBUS)WITH STANDARD SET OF
ACCESSORIES & HD VIDEO
BRONCHOSCOPE WITH LINEAR
PROBE
 

Technical Specification:
 

1.      Endo-bronchial ultrasound
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Linearscope/probe:
 

1)      DepthofField                                : 2-50mm
2)      Scanning Method                        :Electronic curved linear array
3)      Frequency Range                           :5 to 20MHz or more range
4)      ScanRange                                    : 60 degree or more
5)      Fieldofview                                   :80-120degree
6)      Direction of view                            :10-45degree Forward oblique
7)      Rigiddistal width                          : Not morethan 6.5 X 7.5&7.5 for
probe and optic respectively
8)      Insertion tube outer diameter           : 6.0 to 6.5 mm
9)      Distalend outer diameter               : 7.4 mm or less
10)  Instrument channel diameter          :2.2 mm or more
11)  Angulation Range                          :UP120degree/Down90degrees
12)  Working Length                             : 600 to 620 mm or less
13)  Total Length                                 : 890 mm
14)  Acoustic Frequency                       : 5-20MHz switchable
15)  Scan direction                                :Longitudinal
16)  Scan System & angle                       : Convex&60 degree or more
17) Video scope should have FNA(therapeutic) capability.

18) Must have the facility of scope information on the built-in memory chip
and displays it on the monitor to help facilitate management of the
endoscopy suite.
19)  Distalend should have shortrigid portion for less trauma to the patient.
20)  Thin diameter transducer for easyinsertion.
21)  Should have 3 or more remote switches on scope.

 

2.   Endo Bronchial Ultrasound Processor:
 
1)      Ultrasound Scan Format    :Mechanical /Electronic probe or Both
2)      Scan                                        :Curved Linear Array Scan
3)      DisplayMode                               :BMode, Color Flow & Power Flow
Mode,Realtime 3Dimage,  Elastography

4)      CineMemory                                : Should have facility up-to 160 Frames
5)      Frequency                                    :Up-to 13 MHz or more
6)      Video Signal Output                     :RGB, Y/C, HDOut &Digital Out,DVI-D
output
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7)      3Dimagingoption should be available.
8)      User friendly Ergonomic operation key  board &annotation, arrow mark and
pointer facility withTouchScreenFacility.

9)      Possibility to retrieve images through USB portto record.
10)  AGC,GAIN,STC functions.
11)  Should be upgradable to Radial EBUS in future
 

3. HD Video Processor(Latest high-end model):
 
1)      Capable of storage upto 35 to 45 patient’s data.
2)      Should be separate unit from light source or integrated unit model.
3)      Scope ID function for easier endoscopic suite management.
4)      Should have pre-freeze function to select the clear still image
automatically.
5)      Facility of USB port for portable memory to store still images.

6)      6) Electronic Magnification should be available on scope switch /
keyboard button to enlarge the structures up-to 2X.
7)      Equipped with Full HDimaging(1080 i)resolution.
8)      Compact, light weight and ergonomically designed.

9)      PIP(picture-in-picture)(optional) display for any combination of endoscopic
images, fluoro scopic images, ultrasound images etc.
10)  Automatic IRIS control must be featured so as to reduce manual
adjustment.
11)  Should be compatible with EBUS Scopefor future up-gradation.
12)  Must be powered with high intensity300W/150WXenonshort arc.
13)  Should have automatic light adjustment to achievethe ideal illumination.
14) Must be equipped with Emergency halogen/LED light asstandby.
15)  Air Pump should be diaphragm type.
16)  3 levels of air pressure adjustment.
17) Separateunit / combined unit video process or weighing less than 25KG.
18)  Real-time enhancement like NBI (Narrow Band Imaging) Technology to
determine potential histology and confirm lateral extent for all indications.
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4.     HD Medical Grade Monitor:
 

1)      Screen size of atleast 26inch or more medical grade full HD Panel.
2)      Resolution 1920x1080 or more.
3)      As pectratio16:10or16:9.
4)      MultipleInputs Like: HD/SDI, Y/C, RGB, HD15, DVI-D.
5)      Should be able to continuously monitor non-invasively pulse rate,
respiratory rate, blood pressure,ECG and oxygen saturation.

 

5.      EndoscopyTrolley:
 

1)      Trolley should be fromsamemanu facture.
2)      MS Trolley with Powder Coated.
3)      4 Cluster wheels to move the trolley.
4)      Scope Hanger to hold the scope during the procedure.
5)      Provision to keep video processor, light source and Monitor.
6)      Trolleys hould have attached power button and power sockets and
attach powercords.
7)      5KVA UPS with at least 1 hour battery backup.

6.   HD Endo scopic Software:
 
1)  Software to transfer data from computer too ther computer.

2)      2) Patient reporting software for HD quality recording and capture the
still images during the procedure.
 

7.     Specification for adult HD video
bronchoscope: -
 

7.1.    HD Video Bronchoscope:
 
1)Slimmer, Lighter and possess high resolution image quality.
2)      Fully immersible in disinfectantsolution.
3)      Two or more no.of remote-control switches on control body.
4)  Compatible with leakage testing device with its air flow and pressure
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regulationthrough light source’s air pump.

 
7.2.    Opticalsystem:

 
1)      Fieldof view at least120Degree.
2)      Depthof field 3~100 mm.
3)      Insertion tube outer diameter:6to6.40mm.
4)      Working length up to 600 to 620 mm.
5)      Instrument Channelinner diameter2.8mm or more.
6)      Minimum visible distance 3 mm from distalend.
7)     Bending Section Angulation range UP180 Degree, DOWN 130 Degree.
8)Compatible with diagnostic and therapeutic high frequency treatment devices
like electro surgical procedures,laser,cryotherapy.
 

8.      Accessories:
 

8.1.      Accessories I for EBUS (standard accessories):
 

Set of accessories with above scope–Free  of cost

1)      Channel opening cleaning brush – 10Pcs.
2)      Channel cleaning brush–10 Pcs.
3)      Water resistant cap with chain –3 Pcs.
4)      Biopsy valve set – 10 Pcs.
5)      Suction valve– 10Pcs.
6)      Suction cleaning adapter–3Pcs.
7)      One automatic leakagetester.
8)      Carrying case for the scope& essential accessories.
9)All essential cables (including video,ultrasound and picture cable)connectors
& Adapters.
10)  Mobile composite equipment trolley.

11)  High end desktop Monitor 27 inch (computer) / Workstation – latest
Windows OS (Original) 11 generation core i-7, 1 TB HDD/ SSD or higher with 16
GBDDR3 RAM OR higher, 3.0 USB port.

12)  Color ink jet printer of reputed company with capacity to print high volume
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(400-800 per month)photographic images on A4 gloss paper in black and color.
The printer should be able to print, copyand scan. The ink tank refilling should
be easy, spill free with resealable bottles. There should betransparent ink tank
to monitor ink levels. The connectivity should be through Bluetooth,
Wirelessand USB.

 
8.2.Accessories II for EBUS:

 
1)      TBNA Needle–Disposable(21G, 22G)                            20Nos.Each.
2)      Core biopsy needle (procore Needle for taking biopsy)15 Nos.
3)      Balloon for EBUS Linear –Disposable                              50 Nos.
4)      Should fix the price of TBNA needle under rate contract for at least 3 years

 
 
8.3.Accessories III for EBUS:

 
1)      UPS 5KVA.

 

    8.4.  Accessories IV: for adult bronchoscope:
 

Standard set should include: -

1)      Disposable Biopsy forceps (Fenestrated/Alligatortype)-qty20 nos.
each.
2)      Grasping Forceps (SharkToothtype)-qty 5nos.(reusable).
3)      Disposable Cytology Brush Set-20 nos.
4)      Foreign body removal snare 5 nos. (reusable).
5)      Disposable TBNA needles 30nos.

6)      One automatic leakagetester
7)      Carrying case for the scope& essential accessories

 
 

9.     Training: Hands on training for the faculty of pulmonary medicine
with in the country and with in 3 months of installation of the
equipment.

 

10.  Warranty:
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1)      The warranty should be given for the system and accessories for a

minimum period of 5 years from the date of successful commissioning
of the system.

2)      The supplier must quote comprehensive AMC (CAMC) charges for 5
years which shall become effective after the warranty period. Provision
for loanscope should be there incase of break down of current scope.
3)      Rates must be quoted in Indian Rupees only.
4)     Authorization letter must beprovided in case of suppliers/dealers.

 

11.  Standards, Safety and Training:
 

1)     Certified to meet the current leakage requirement of IEC 60601-2-18
or equivalent standard for Medical Equipment particular requirement
for safety of endoscopy equipment.
2)      Should be FDA/CE or BIS approvedproduct.

 
 

12.  Documentation:
 

1)      User/Technical/Maintenance manuals to be supplied in English.
2)      Certificate of calibration and in spection from factory.
3)      List of important spare parts and accessories with their part
number andcosting.
4)     Log book with instructions for daily, weekly, monthly and quarterly
maintenance checklist.

5)      Any technical service if required must be attended by the vendor
within 24 to 48 hours.

1. The Bidders are requested to forward Original/Self attested OEM Authorized
certificates and Ink signed Original MII Local Content declaration as per Public
Procurement (MII) Policy, 2017 to the consignee during supply of goods.
2. Payment would be progressed only upon receipt of the Original Documents.
3. GST, PAN & Brochure should be submitted.
4. Given specifications must be matched.
.

32. Buyer Added Bid Specific ATC
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Buyer uploaded ATC document Click here to view the file .

Disclaimer/अ वीकरणअ वीकरण

The additional terms and conditions have been incorporated by the Buyer after approval of the Competent
Authority in Buyer Organization, whereby Buyer organization is solely responsible for the impact of these clauses
on the bidding process, its outcome, and consequences thereof including any eccentricity / restriction arising in
the bidding process due to these ATCs and due to modification of technical specifications and / or terms and
conditions governing the bid. Any clause(s) incorporated by the Buyer regarding following shall be treated as
null and void and would not be considered as part of bid:-

1. Definition of Class I and Class II suppliers in the bid not in line with the extant Order / Office Memorandum
issued by DPIIT in this regard.

2. Seeking EMD submission from bidder(s), including via Additional Terms & Conditions, in contravention to
exemption provided to such sellers under GeM GTC.

3. Publishing Custom / BOQ bids for items for which regular GeM categories are available without any
Category item bunched with it.

4. Creating BoQ bid for single item.
5. Mentioning specific Brand or Make or Model or Manufacturer or Dealer name.
6. Mandating submission of documents in physical form as a pre-requisite to qualify bidders.
7. Floating / creation of work contracts as Custom Bids in Services.
8. Seeking sample with bid or approval of samples during bid evaluation process.
9. Mandating foreign / international certifications even in case of existence of Indian Standards without

specifying equivalent Indian Certification / standards.
10. Seeking experience from specific organization / department / institute only or from foreign / export

experience.
11. Creating bid for items from irrelevant categories.
12. Incorporating any clause against the MSME policy and Preference to Make in India Policy.
13. Reference of conditions published on any external site or reference to external documents/clauses.
14. Asking for any Tender fee / Bid Participation fee / Auction fee in case of Bids / Forward Auction, as the

case may be.

Further, if any seller has any objection/grievance against these additional clauses or otherwise on any aspect of
this bid, they can raise their representation against the same by using the Representation window provided in
the bid details field in Seller dashboard after logging in as a seller within 4 days of bid publication on GeM. Buyer
is duty bound to reply to all such representations and would not be allowed to open bids if he fails to reply to
such representations.

Additional Clause For Comprehensive Maintenance Charges
1.CMC shall include preventive maintenance including calibration as per technical/ service /operational manual of
the manufacturer, service charges and spares, after satisfactory completion of Warranty. During the CMC period
commencing from date of the successful completion of warranty period, Service personnel shall visit each
consignee site as recommended in the manufacturer’s technical/ service /operational manual, at least once in six
months or as per user requirement. Cost of consumables shall not be included in CMC.Further there will be 98%
uptime warranty during CMC period on 24 (hrs) X 7 (days) X 365 (days) basis, with penalty, to extend CMC period
by double the downtime period. 
2.CMC charges to be indicated as percentage of cost of equipment quoted for each year after the warranty
period. 
3.GST shall be included in the CMC Charges quoted. 
4.Cost of CMC will be added for Ranking/Evaluation purpose with depreciation formula.A 10% discounting rate
per year shall be applied on CMC Charges for price evaluation on Net Present Value. 
5.The payment of CMC will be made on quarterly basis after satisfactory completion of said period, duly certified
by end user. 
6.While creating a bid or RA, buyers shall indicate whether CMC is required against Yes/No” options. If CMC
Charges are included, an option for number of years for CMC required after the warranty period shall be
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available.Under this option up to 10 years can be chosen for CMC charges beyond warranty period. 
7.In case the bid has a provision for CMC, the warranty of the product will also be deemed to have been
converted into Comprehensive warranty including preventive maintenance and calibration as per technical/
service /operational manual of the manufacturer, service charges and spares, during the Warranty Period also.
Sellers are therefore advised to include the cost of Comprehensive Warranty including spares (excluding
consumables) also in product Cost. 
8.The CMC functionality shall be available in bid only and no direct RA shall be applicable.In case of bid to R/A
decrement rules shall be applicable on total price inclusive of CMC charges. Bunching of products shall not be
available while creating bids with CMC charges.

8.1.Buyer shall indicate number of years of warranty by selecting different options available in the field
depending on warranty parameter applicable in category parameters for the equipment. No. of years of
warranty indicated here shall supersede the warranty period indicated elsewhere in bid or product
specifications. The Seller while participating in Bid/RA will get fields to indicate CMC charges as
percentage depending on number of years of CMC selected by Buyer. The following shall be applicable, if
5 year CMC selected:

CMC charges for 1st year after warranty period– Percentage to be indicated- A1
CMC charges for 2nd year after warranty period– Percentage to be indicated- A2
CMC charges for 3rd year after warranty period – Percentage to be indicated- A3
CMC charges for 4th year after warranty period – Percentage to be indicated- A4
CMC charges for 5th year after warranty period – Percentage to be indicated- A5

Similarly, A6 to A10 are to be indicated for 6th to 10th year of CMC if applicable.
8.2.The calculation of CMC Charges shall take into account the number of years of warranty and duration
of CMC as specified while creating bid.
8.3.In the price evaluation, the system shall provide function to calculate the cost of each equipment by
formula indicated below includingCMC and then show the inter-se-ranking of the bidders. The following are
the variables

(i) Number of years for which CMC required.
(ii) Number of years of product warranty

The formula for calculating total cost including CMC charges shall be as under: 
Total Cost for evaluation= 
C+C*{(A1/100)/(1.10^n)+(A2/100)/(1.10^n+1)+(A3/100)/(1.10^n+2)+(A4/100)/(1.10^n+3)+
(A5/100)/(1.10^n+4)} and so on 
C – Cost for equipment quoted and n shall be number of years of product warranty specified. 
If 2 year warranty specified, n shall be2 and if 5 year warranty specified, n shall be 5. A1,A2, A3, A4&
A5shall depend on how many years CMC selected. For3 yearCMC, only A1,A2 and A3 factors are to be
taken into account and A4 and A5 will not be applicable.
8.4.CMC charges offered for each subsequent year should be same or higher than preceding year.
8.5.The CMC charges shall be offered within range of 3 to 10% of cost of equipment.

9.Since CMC charges are to be paid only later for each year during CMC period,applicable performance
guarantee amount after placement of contract shall be based on the cost of equipment excluding the cost of
CMC Charges. 
10.Performance bank guarantee applicable for CMC is to be submitted at start of the CMC and shall be applicable
between 2.5% to 5% as specified in bid on total CMC Charges.The PBG submitted after award of contract shall be
released only after new PBG for the CMC period is submitted and accepted by buyer/consignee after due
verification.Bank guarantee for CMC is to remain valid till completion of CMC period plus one year. The bank
guarantee for CMC shall be submitted to buyer directly. In case, seller fails to submit the PBG or does not provide
services for the CMC contract after expiry of warranty period then PBG of equipment shall be forfeited. 
11.In case of splitting of order quantity, equipment cost and CMC charges offered by L1 bidder shall be matched
by higher quoting eligible bidders on one-to-one basis.The equipment cost and CMC charges (year to year) shall
be matched individually. 
12.The CMC Contract shall be an offline contract to be handled by buyer.The payment of CMC will be made on
quarterly basis after satisfactory completion of said period, duly certified by end user and scope of CMC will be as
per para 1 above. 
13.CMC Charges are inclusive of all the charges for Transportation, Lodging, Boarding, all insurances including
third party insurance and all other incidental charges. The same shall include GST. The prices also include cost of
spares and damaged parts. Purchaser does not have any liability, whatsoever, over and above the cost of CMC. It
also includes for arranging hand tools & tackles, special tools etc. required to carry out the work.

This Bid is also governed by the General Terms and Conditions/ यह बड सामा य शत  के अतंगत भी शािसत है

In terms of GeM GTC clause 26 regarding Restrictions on procurement from a bidder of a country which shares a land border with India, any bidder from a country which
shares a land border with India will be eligible to bid in this tender only if the bidder is registered with the Competent Authority. While participating in bid, Bidder has to
undertake compliance of this and any false declaration and non-compliance of this would be a ground for immediate termination of the contract and further legal action
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in accordance with the laws./जेम क  सामा य शत  के खंड 26 के संदभ म भारत के साथ भूिम सीमा साझा करने वाले देश के बडर से खर द
पर ितबंध के संबंध म भारत के साथ भूिम सीमा साझा करने वाले देश का कोई भी बडर इस िन वदा म बड देने के िलए तभी पा  होगा
जब वह बड देने वाला स म ािधकार  के पास पंजीकृत हो। बड म भाग लेते समय बडर को इसका अनुपालन करना होगा और कोई भी
गलत घोषणा कए जाने व इसका अनुपालन न करने पर अनुबंध को त काल समा  करने और कानून के अनुसार आगे क  कानूनी कारवाई
का आधार होगा।

---Thank You/ध यवादध यवाद---
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